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STERILIZATION OF SKYTRON CENTER FOCUS LIGHT HANDLE 

Part #’s:  B1-710-49, B1-410-82, B1-410-85, B4-242-02, B1-
530-10, B1-530-05, B1-410-82 
The sterilizable center focus handles for the Skytron surgical 
lights are made of heat resistant, impact resistant plastic that will 
stand up to the rigors of hand or automatic washers.  The cleaner 
used should be of a mild alkaline type without active chlorine and 
must be thoroughly rinsed off. 

The handles should be checked for cracks or other visible 
damage and removed from service if any defect is seen. 

Recommended sterilization parameters for the handles are: 

Steam sterilization 

 132°C (270°F) :    4 minutes 

Please follow all AAMI standards and instructions of the sterilizer 

manufacturer. 


